
����� ����� � 	�
� ��������
�
��� ��������� � �!
#"%$&��' (*),+.-�+/),+10

2�35476987:<;=?>A@CBED<F#FGDIHKJMLONP6Q8R4S>T@CBVU
WYX5;#B[Z%8?;]\�H_^`;bacWK69BG=R6Q8

JdLfe�8R@hgi694R4S>AB%j�k�;=R6�l�m�@n:cLpoqL<rCrGs

t9u1uwvRxbv?yCz|{~}|}�{~��z|z|� ���Mz~zb� �i�Q��u1�A�Q����b�����~�����nuM���n���C��u1�<�|���

�M�d��t9����u������� /� ¡~u1��¢Gv~�nu1�
�M�d�*£Mv?��uK¤¦¥�¥�¥�¥�§.¨©¨�§ª£M£¬« �~z~z�9�®�S�9��z�
�M�d�*¯[�n�����°�|� �
�M�d�*£d�° /�<�| /�����°�|�,v?�n�©ti�±v?���n  ²M³
�M�d��´µ�¶v~�/·|u¬¸��°¹Ku �|�®�7º|z~z|�b�

»½¼Y¾ ¾ ¿dÀ,Á%Â
Ã�ÄnÅEÆ7Ç9ÈQÈ9Å?ÉQÊ ËSÌÍ|Å|È�ÎbÏ~Ê<Ð|ËSÉÑÄnÏbÍÒÌnÅiÅ~ÉÑÈbÅ?Ó9ÈnËQÆ|ÅbÍiÍ~Å|Ô*ÏnÍfÓnÏ�È�Ê*Ë~Õ×ÖbÅ~Ó9ÈnËÑØiØiØÚÙQÛ�Ü[Û
Í7ÇiÓQÓpÝ|ÅRÞ¶Å~ÉQÊßàÊ�ÄnÅqÓiÇ9È�ÓpËQÍ~ÅEË?Õâá�Ä<Ð�ÆSÄãÐiÍÒÊ¶ËÒÇiÓ9Ô9Ï|ÊbÅcÏ9ÝiÝàäiÖ9ÜQånØçæ?Ì<ÍQØ7èpÍcÍQÐéÉ<Æ~ÅÑê|Ï?É
ëiìiìQì Ê¶ËàÊ�ÄnÅÑÝ|Ï~ÊnÅbÍSÊíÆ~Ï9Ý9Ð7Ì9È9Ï~ÊÐ�ËSÉÍVÏ~ÎnÏnÐ|Ý|Ï?ÌÝ|ÅâÕnË?ÈâÊ�ÄnÏ~ÊíÆ�ËSÉbÕpÐSî|Ç9ÈbÏ~ÊÐ|ËSÉ�ï
ð ÓnÅnÆQÐSÕpÐ�Æ|Ï9ÝiÝ?ñ5òIábÅâÏ�È9ÅàÇQÓ9Ô9Ï~ÊÐ7É9îVÊ�ÄnÅçèió9ô�õ�öíÍ�ËQÝSÇQÊÐ|ËRÉ*Ï~É9Ô×ÊiÄnÅ×ô9ÏnÐéÉV÷nÏ?ÓÍ
Ï?ÓiÓÝ9Ð?Å|Ôøï�ùnË~ÈqÞË~È9Å�ÐéÉ9ÕnË?È|Þ¶Ï~ÊÐ|ËRÉúÍ~ÅiÅçÊ�ÄnÅçÖbÅ?Ó9ÈnËEØiØQØRÜçánÅ?ÌâÓ¶Ï|î9ÅVÏ~Ê
ÄQÊiÊiÓ�û/üiü|ÏnÍiÆ�ïAÄnÏ�È�ÎbÏ|ÈiÔµï.Å|Ô|Çpü9ÆRÔbÏ9ü~È9Å~Ó9È¶Ë|ýþïAÄ9Ê�ÞÝ?ÿØQØiØ�Æ
Ï?É9ÔâÊ�ÄnÅVÏbÍiÍiËQÆQÐ?Ï~ÊnÅ|Ô Ý9ÐéÉ��Í�ï

�



seq_num 290487
obs_id 5995
title AO6 Calibration Observations to Monitor the Spatial Variations in the HRC-I Gain
observer Dr. CXC Calibration
object ArLac
ra_targ 332.17
dec_targ 45.742306
ra_nom 332.10705751517
dec_nom 45.648001942286
roll_nom 246.38772193069
revision 3
ontime 1180.0313043296
livetime 1171.1562633114
l2events 50212

1�


